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The ﬁrst study of room-temperature macromolecular crystallography data
acquisition with a silicon pixel detector is presented, where the data are
collected in continuous sample rotation mode, with millisecond read-out time
and no read-out noise. Several successive datasets were collected sequentially
from single test crystals of thaumatin and insulin. The dose rate ranged between
 1320 Gy s
 1 and  8420 Gy s
 1 with corresponding frame rates between
1.565 Hz and 12.5 Hz. The data were analysed for global radiation damage. A
previously unreported negative dose-rate effect is observed in the indicators of
global radiation damage, which showed an approximately 75% decrease in D1/2
at sixfold higher dose rate. The integrated intensity decreases in an exponential
manner. Sample heating that could give rise to the enhanced radiation
sensitivity at higher dose rate is investigated by collecting data between crystal
temperatures of 298 K and 353 K. UV-Vis spectroscopy is used to demonstrate
that disulﬁde radicals and trapped electrons do not accumulate at high dose
rates in continuous data collection.
Keywords: room-temperature data collection; PILATUS 6M; dose rate; radiation damage.
1. Introduction
Radiation damage to biological crystals during synchrotron
data collection is a major obstacle in macromolecular struc-
ture determination. While cryogenic cooling signiﬁcantly
reduces the detrimental effects of ionizing radiation, damage
is commonly observed in the X-ray data collected at the third-
generation synchrotron sources, even at cryogenic tempera-
tures. The situation is much less favourable at room
temperature (RT). The dose limit (20 MGy) at which the
diffraction intensity is predicted to fall to at least half of its
initial value at cryo-temperatures was derived by Henderson
(1990) for cryo-EM and experimentally conﬁrmed for X-ray
protein crystallography by Owen et al. (2006) to be 43 MGy,
and has also been investigated by other researchers (Teng &
Moffat, 2000, 2002; Kmetko et al., 2006). In the case of RT data
collection the reported dose limits are almost two orders of
magnitude lower (Blake & Phillips, 1962; Nave & Garman,
2005; Southworth-Davies et al., 2007; Warkentin & Thorne,
2010).
Despite signiﬁcant progress in rational methods for cryo-
protection in macromolecular crystallography (Alcorn &
Juers, 2010), there are frequently cases in which crystals
become disordered or introduce internal lattice changes
during the cooling process. Furthermore, some virus crystals
are not easily cooled and exhibit high mosaicity (Barker et al.,
2009). In such circumstances, RT data collection can play a
major role and several recent studies have investigated means
to reduce radiation damage at RT. The use of radical and
electron scavengers was reported to have a beneﬁcial effect
(Barker et al., 2009). Moreover, a measurable positive dose-
rate effect was reported at very low dose rates (Southworth-
Davies et al., 2007) as well as at moderate dose rates (Barker et
al., 2009).
Recently, the high frame rate of 12.5 Hz in combination
with continuous data acquisition mode and a dynamic range of
20 bits, supported by the PILATUS pixel detector, has offered
the opportunity for data to be collected with unprecedented
speed. In continuous data acquisition the total acquisition time
is determined by the dose rate in an inverse manner, and
an increased dose rate shortens the data collection time.
Depending on the point-group symmetry a complete data set
can be acquired in only a few seconds. This paves the way for a
new form of kinetic crystallography (Bourgeois & Royant,
2005; Colletier et al., 2008), where snapshots of the reaction
mechanism along the enzymatic pathway can be captured,
without the need to cryo-trap intermediates, provided that the
reaction kinetics in the crystal is of appropriate rate. In a
prototype experiment the reversible transfer reactions of
coenzyme A carriers from CoA-thioesters to free acids by
‡ Present address: Dectris Ltd, Neuenhoferstrasse 107, 5401 Baden, Switzer-
land.CoA transferase (Berthold et al., 2008) were investigated
(Schneider, 2008). The highest achievable temporal resolution
in this kind of experiment obviously depends on the maximal
tolerable dose rate, but little is currently known about the
dose-rate dependence of radiation damage at RT for dose
rates typically available at third-generation synchrotrons.
Greater knowledge of the RT dose-rate dependence would
also be beneﬁcial for other purposes. In virus crystallography
it is a common strategy to work at maximum dose rate (Stuart,
2011; Rey, 2011), as a way of reducing secondary radiation
damage, although optimal dose rates are not reported in the
literature. RT data collection is also ideally suited to establish
the crystal diffraction properties in the absence of a possible
degradation owing to the cryo-protocol (Kurinov & Harrison,
1995; Garman, 1999; Kriminski et al., 2002; McFerrin & Snell,
2002; Juers & Matthews, 2004; Lovelace et al., 2006). This is
particularly true for in situ diffraction screening (Bingel-
Erlenmeyer et al., 2011), which reduces crystal manipulationto
an absolute minimum, and which is becoming available at
more and more synchrotron radiation facilities. In cases where
suitable cryo-protocols cannot be devised, or in order to
scrutinize cooling-induced structural changes, the collection of
complete data sets at RT is possible when optimized data
acquisition strategies are applied. The properties of counting
hybrid pixel detectors offer several advantages to this end.
The very low mosaic spread can be exploited by data collec-
tion in ﬁne ’-sliced mode at relatively low dose per frame and
the resulting small spot size on the detector, particularly at
low-divergence undulator beamlines, is ideally matched by the
very narrow point-spread function (Hu ¨lsen et al., 2006).
On the other hand many crystallographers avoid RT data
collection these days because of the tedious work of mounting
the crystal with glass capillaries and their incompatibility with
beamline automation. However, with the advent of the
Mitegen RT system (http://www.mitegen.com/), mounting of
crystals for RT data collection is as easy as the normal loop
mounting for data collection at cryogenic temperatures
(Kalinin et al., 2005). Alternatively, a device for humidity
control of macromolecular crystals mounted in cryoloops can
be used for RT data collection (Sanchez-Weatherby et al.,
2009).
The main aim of the present study was to investigate the
dose-rate dependence of radiation damage at RT and to
determine dose limits for RT crystallography in continuous
data acquisition mode, with the objective of minimizing global
damage effects and to provide an estimate of the temporal
resolution achievable in kinetic crystallography.
2. Materials and method
2.1. Crystallization
Insulin and thaumatin were obtained from Sigma Aldrich
and crystallized via the hanging-drop vapour diffusion
method. The reservoir solution contained 0.01 M Na3EDTA
and 0.2 M Na3PO4/Na2HPO4 for insulin (Dodson et al., 1978).
Thaumatin was crystallized from 2 M NaK-tartarate (Ko et al.,
1994). The protein concentration was 20 mg ml
 1 for both
samples. The drop contained 2 ml of well solution and 2 mlo f
protein solution. The crystals were obtained in one to two days
at RT. The space group of insulin was I213 and of thaumatin
was P41212. The sizes of the insulin crystals were approxi-
mately 0.15   0.15   0.05 mm and those of thaumatin crystals
were approximately 0.3   0.2   0.2 mm. The solvent contents
for insulin and thaumatin were 63% and 57%, respectively.
2.2. Crystal mounting
The Mitegen RT system (Kalinin et al., 2005) was used for
the crystal mounting. It has a ﬂexible transparent thin-wall
PET tube pre-sealed at one end. The PET tube was cut to the
desired length, then ﬁlled at the closed end with a small
volume of mother liquor from the well to minimize dehydra-
tion and placed over the crystal onto the base, without
disturbing the crystal. Either regular nylon (http://www.
hamptonresearch.com/) or litho-loops (http://www.mitegen.
com/) were used for crystal mounting. Owing to their
morphology, the thaumatin crystals were preferentially
aligned with their long axis parallel to the spindle, such that
the exposed crystal volume remains constant during sample
rotation. For cryogenic measurement the crystals were
mounted with the regular nylon loop and a cryoprotectant of
15% glycerol was added before freezing the crystals in liquid
nitrogen.
2.3. Dose calculations
The ﬂux was determined by using a silicon pin diode as
described by Owen et al. (2009a). The beam size was deter-
mined by knife-edge scans. The beam size was 0.1 mm  
0.09 mm (v   h) and was of Gaussian shape in the horizontal
and of ﬂat-top shape in the vertical direction. Dose calcula-
tions were performed using the program RADDOSE (Murray
et al., 2004; Paithankar et al., 2009), which takes the beam
parameters and crystal composition into account to calculate
the absorbed dose. It should be noted that the effective dose
to the crystal is in general smaller than the values calculated
by RADDOSE since the beam was smaller than the crystals
(Schulze-Briese et al., 2005), particularly in the case of thau-
matin. However, since the crystals were of similar size (within
the four dose rates tested for each test system), a relative
comparison of the radiation sensitivity is possible. Only the
thaumatin crystal measured at 6.25 Hz had a smaller cross
section ( 150 mm   150 mm) than all the other thaumatin
crystals. Consequently, less fresh material is moved into the
beam when this crystal is rotated than in the case of the larger
crystals. In order to account for this difference, the dose of the
6.25 Hz data collection calculated from RADDOSE has been
corrected (increased) by a factor of 1.35. The doses quoted in
the following sections have been adjusted accordingly. On the
other hand, insulin and thaumatin crystals not only differ in
size but also in morphology and no attempt was undertaken to
compare the results on an absolute scale.
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The experiment was performed at four different dose rates,
where the dose per frame was kept similar and only the
exposure time per frame and the dose rates were varied, while
all the other parameters were kept constant. The dose rates
investigated were between  1320 Gy s
 1 and  8420 Gy s
 1
(Table 1). Note that the ﬂux used in the experiments is one to
three orders of magnitude below ﬂux levels achievable at
modern undulator beamlines.
In each successive experiment the exposure time was
doubled and in turn the dose rate was reduced twofold. This
kept the dose received by each frame constant, while the data
acquisition frequency was reduced by half. The experiments
are labeled as I_12 or T_12, where I stands for insulin, T for
thaumatin and 12 indicates the detector was operated at
12.5 Hz frame rate. Therefore I_12 means an insulin crystal
measured at 12.5 Hz frequency, and T_12 means a thaumatin
crystal measured at 12.5 Hz frequency. Similarly 6, 3 and 1
indicate the frequencies 6.25 Hz, 3.125 Hz and 1.5625 Hz,
respectively. The read-out time of the PILATUS 6M, during
which the detector is not sensitive to X-rays, amounts to 2.3 ms
per frame at all data acquisition frequencies. The oscillation
angle was 0.5  for all the experiments. Successive datasets
were collected from a single crystal, i.e. the sample was rotated
continuously. For insulin, a total of 720 frames and for thau-
matin 1440 frames were collected. The sample temperature
during data collections was 298 K, if not indicated otherwise.
For the insulin and thaumatin crystals referred to in Tables 2
and 3, data collection was performed at 100 K. The ﬂux during
the measurement was 4.8   10
10 photons s
 1. The calculated
dose was 1.4 MGy and 2.9 MGy for insulin and thaumatin,
respectively. The number of frames per
dataset was 96 for insulin and 192 for
thaumatin, with an oscillation angle of
0.5 .
The elevated temperature data collec-
tion for insulin crystals was carried out at
temperatures of 303, 313, 323, 333 and
343 K. The ﬂux during the experiment
was  2.5   10
10 to 2.9   10
10 photons
s
 1. The number of frames per dataset
was 90 with 0.5  oscillation angle. The experiments were
labeled as I_303, where I stands for insulin and 303 indicates
that the dataset was collected at a temperature of 303 K.
Similarly, I_313, I_323, I_333 and I_343 indicate that the
datasets were collected at 313, 323, 333 and 343 K for insulin
crystals, respectively. The successive dataset collected from the
same insulin crystal I_343 was called I_343-2.
2.5. Data processing
Data processing of all RT data sets was carried out using the
script go.com (SLS internal development; Wang, 2011). The
go.com script combines the fast indexing of LABELIT (Sauter
et al., 2004), the robust data processing of XDS (Kabsch, 2010)
and various data quality assessment programs such as
POINTLESS and SCALA (Evans, 2006), and PHENIX.
XTRIAGE (Adams et al., 2010) to process X-ray diffraction
images in an automatic manner. In addition, the script fully
exploits the fast computing framework of the SLS protein
crystallography beamlines to run XDS in parallel mode (using
up to 32 processors). It takes less than one minute to process
90  of data, determine space groups, convert reduced data to
mtz format, and present a summary of the data processing
statistics. This fast and reliable data processing allows
diffraction data quality and radiation damage to be analyzed
objectively during the experiment. The immediate assessment
of the data quality, in particular of the completeness, is of
utmost importance in RT data acquisition, because of the
signiﬁcant higher radiation sensitivity as compared with
cryogenic temperatures, which also limits the possibility of
taking test shots to characterize the diffraction quality prior
to the data acquisition. During processing, for insulin data,
radiation damage
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Table 1
Data acquisition parameters and dose rates.
Insulin Thaumatin
Dose rate
(Gy s
 1)
Oscillation
angle ( )
Flux (10
11
photons s
 1) Crystal
Dose rate
(Gy s
 1)
Oscillation
angle ( )
Flux (10
11
photons s
 1) Crystal
 1430 0.5 0.290 I_1  1320 0.5 0.290 T_1
 1775 0.5 0.359 I_3  1635 0.5 0.359 T_3
 3030 0.5 0.613 I_6  3770 0.5 0.613 T_6
 8420 0.5 1.794 I_12  7760 0.5 1.794 T_12
Table 2
Data statistics for insulin crystal (measured at 100 K).
The resolution range is between 4.14 and 1.39 A ˚ .
Dataset I
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) ’ ( )
1 1.4 90658 5.1 33.80 2.7 19.5 875.25 0.086 0.5
Table 3
Data statistics for thaumatin crystal (measured at 100 K).
The resolution range is between 4.2 and 1.4 A ˚ .
Dataset T
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) ’ ( )
1 2.9 325229 6.87 45.06 2.7 17.9 868.87 0.091 0.5wedges of 90 images (45 ) were considered as one dataset, and
in the case of thaumatin, wedges of 120 images (60 ) were
considered as one dataset, resulting in 8 and 12 subsequent
data sets for insulin and thaumatin, respectively. The para-
meters indicated in Tables 2–6 were extracted from the XDS
processing output ﬁles CORRECT.LP. The data statistics
shown in Tables 2 and 3 are from experiments carried out at
cryogenic temperatures (100 K). The cryogenic data were
collected at 0.5  oscillation angle, using 96 images for
processing insulin and 120 images for thaumatin. The statistics
for one dataset of each collected from insulin and thaumatin
crystals at cryogenic temperature (100 K) are presented in
Tables 2 and 3 to allow easy comparison of the data statistics
with those of data taken at RT. The data statistics from the
datasets for insulin at elevated temperatures (303, 313, 323,
333 and 343 K) are shown in Table 4.
2.6. UV-Vis absorption spectroscopy experiments
UV-Vis absorption spectroscopy experiments can reveal the
presence of radiolytic products and radicals. Since their
accumulation at RT may be dose-rate dependent, the optical
density (OD) of an insulin crystal was measured in a separate
experiment by means of the co-axial microspectrophotometer
installed at SLS beamline X10SA (Owen et al., 2009b). The
size of the X-ray beam was  110 mm   90 mm and the dose
rate was calculated to be 9.0   10
3 Gy s
 1 (RADDOSE;
Murray et al., 2004). The temporal evolution of the signal at
400 nm and 600 nm was measured at 298 K, and also at 100 K
for reference. The absorbance was analyzed at 400 nm and at
520–620 nm, corresponding to disulﬁde radical anions and
trapped solvated electrons, respectively (McGeehan et al.,
2009).
2.7. Sample heating experiment
Since the temperature of the sample was not regulated and
not monitored during the experiments, elevated dose rates
may have given rise to sample heating, which would eventually
compromise the diffraction quality of the sample, enhancing
the damage induced by the radiation. Although the
temperature rise calculated with RADDOSE is less than 0.1 K
at all dose rates, an experiment was carried out in order to
determine the maximal temperature at which insulin crystals
diffract. Data were collected at elevated temperatures ranging
from 303 to 353 K. A conventional hot gun was used to blow
warm air at the sample mounted using the Mitegen RT system.
The temperature was measured with a thermocouple, which
was kept within  3 mm distance from the sample. The state of
the insulin crystals before and after data collection at the
different temperatures was observed with the sample align-
ment microscope (images are presented in the supplementary
material, Fig. S1
1). Each dataset corresponded to 45  (90
images of 0.5  oscillation angle), with 0.64 s per frame expo-
sure time at a ﬂux of  2.5   10
10 to 2.9   10
10 photons s
 1,
corresponding to the settings of the 1.5625 Hz data collection.
The beam size was 100 mm   80 mm, resulting in a dose of
0.09 MGy per data set ( 1540 Gy s
 1). The data statistics for
all the datasets at elevated temperatures are shown in Table 4.
A successive dataset was collected at 343 K (I_343-2) to
calculate D1/2.
3. Results
The data collection statistics of insulin and thaumatin with
different dose rates at RT are shown in Tables 5 and 6,
respectively. To analyse the effect of radiation damage, several
indicators of global radiation damage, such as the scaled
intensities I of all the reﬂections in a dataset, the redundancy
independent R-factor Rmeas, the mean of the reﬂection
intensities I divided by its standard deviation I/ (I), the
Wilson B-factor and the crystal mosaicity were monitored as a
function of absorbed dose D. Data collection statistics of
insulin and thaumatin crystals at cryogenic temperature are
reproduced in Tables 2 and 3, respectively (Mu ¨ller, 2010).
Comparison of the statistics for the ﬁrst RTand the dataset of
cryogenic (100 K) datasets show that the mosaicity is
comparatively lower at RT. It is also clear that usable datasets
of reasonable quality could be collected at RT.
3.1. Relative intensity versus absorbed dose at different
dose rates
An exponential decay of intensity with dose was observed
for both insulin and thaumatin crystals. This ﬁrst-order char-
acter of the decay process was also observed with several
previous studies carried out at signiﬁcantly lower dose rates
(Southworth-Davies et al., 2007, and references therein). The
relative summed intensity of the successive data sets was
extrapolated to 0-dose using the exponential model I(D)=
I0exp(  D). The normalized relative intensity I/I0 is plotted
against absorbed dose in Figs. 1 and 2, with I referring to the
radiation damage
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Table 4
Data statistics for insulin crystals at elevated temperatures.
Dataset
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
Resolution
range (A ˚ )
I_303 0.09 44922 4.9 46.4 3.0 38.2 157.4 0.074 – 5.0–1.7
I_313 0.09 37642 4.8 41.0 3.5 41.7 218.7 0.087 – 5.3–1.8
I_323 0.09 23071 4.8 42.0 3.0 56.0 146 0.157 – 5.0–2.1
I_333 0.09 10192 5.0 24.1 6.8 92.7 90.0 0.144 – 8.1–2.8
I_343 0.09 9622 4.8 18.9 8.4 95.8 105.5 0.122 1.00 8.3–2.85
I_343-2 0.18 9196 4.6 8.16 18 112 27 0.389 0.26 8.3–2.83
1 Supplementary data for this paper are available from the IUCr electronic
archives (Reference: XH5025). Services for accessing these data are described
at the back of the journal.mean intensity of a dataset and I0 to the extrapolated intensity
at 0-dose for insulin and thaumatin crystals, respectively. The
exponential ﬁt to the data is superimposed on the data points.
The comparison of the intensity decay at the different dose
rates studied shows that the intensity decay rate is increasing
with higher dose rates. This trend is observed to be similar in
both test systems.
D1/2 is the dose at which the intensity of the diffraction
pattern is reduced to half its original value and was derived
from the exponential ﬁts to the measured data. For thaumatin
at dose rates of  1320,  1635,  3770 and  7760 Gy s
 1, the
D1/2 values are 0.42, 0.38, 0.27 and 0.24 MGy, respectively.
Similarly, the D1/2 values for insulin at dose rates of 1430, 1775,
3030 and  8420 Gy s
 1 are 0.22, 0.16, 0.15 and 0.13 MGy,
respectively. Fig. 3 shows D1/2 as a function of dose rate.
3.2. Relative Wilson B-factor
The plots of Wilson B-factors at different dose rates for
both the insulin and thaumatin crystals (Figs. 4 and 5) against
absorbed dose show that the B-factor increases linearly with
dose, consistent with the observed decrease of the mean
radiation damage
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Table 5
Data statistics for insulin crystals.
(a) At a frame rate of 12.5 Hz.
Dataset I_12
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
1 0.06 45414 4.8 18.67 5.8 26.97 198.66 0.028 1.00
2 0.121 40677 4.9 19.81 5.1 30.92 155.75 0.036 0.78
3 0.182 31229 5.0 18.11 5.9 36.16 112.71 0.054 0.57
4 0.242 24688 5.0 18.67 5.9 38.84 73.03 0.076 0.37
5 0.303 20025 5.0 17.36 6.7 40.48 57.30 0.11 0.29
6 0.363 14184 5.0 18.47 7.5 39.63 40.38 0.163 0.20
7 0.424 10500 5.0 13.50 10.7 36.30 23.03 0.23 0.12
8 0.484 7956 4.9 14.64 11.5 34.95 15.78 0.275 0.08
(b) At a frame rate of 6.25 Hz.
Dataset I_6
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
1 0.044 43982 4.9 21.98 4.6 27.05 99.62 0.02 1.00
2 0.087 42582 4.97 23.56 4.3 28.65 108.56 0.023 1.09
3 0.131 39638 5.0 21.21 4.8 30.65 97.49 0.025 0.98
4 0.174 33313 5.0 18.79 5.6 33.51 61.30 0.031 0.62
5 0.218 28829 5.0 19.02 5.6 36.01 41.63 0.033 0.42
6 0.261 29028 5.1 19.04 5.6 35.98 44.71 0.038 0.45
7 0.305 25160 5.0 18.18 6.2 36.28 39.91 0.053 0.40
8 0.349 17070 5.0 17.23 7.3 38.98 21.23 0.086 0.21
(c) At a frame rate of 3.125 Hz.
Dataset I_3
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
1 0.051 45279 4.9 26.22 3.9 27.28 139.31 0.023 1.00
2 0.102 42466 5.0 23.51 4.4 29.29 108.92 0.026 0.78
3 0.153 39158 5.0 22.4 4.6 31.37 82.91 0.028 0.60
4 0.204 36809 4.9 22.13 4.7 32.87 75.26 0.029 0.54
5 0.256 32762 5.0 20.51 5.1 34.33 65.25 0.029 0.47
6 0.306 26475 5.1 18.77 5.9 36.43 39.47 0.031 0.28
7 0.357 24298 5.1 19.07 6.1 36.71 28.48 0.036 0.20
8 0.408 25029 5.0 19.3 6 35.95 30.85 0.038 0.22
(d) At a frame rate of 1.56 Hz.
Dataset I_1
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
1 0.083 46134 5.0 28.47 3.5 27.49 168.97 0.024 1.00
2 0.165 43536 5.0 23.63 4.3 29.94 146.28 0.027 0.87
3 0.247 37612 5.1 20.73 5 32.99 108.85 0.033 0.64
4 0.330 30410 5.0 23.30 4.5 36.34 82.59 0.045 0.49
5 0.413 25696 5.0 26.04 4.4 38.83 63.19 0.065 0.37
6 0.495 18228 5.1 13.91 9.1 41.45 49.45 0.109 0.29
7 0.578 12071 5.1 12.13 10.9 39.37 33.71 0.175 0.20
8 0.660 9051 5.1 13.83 10 36.29 19.99 0.224 0.12radiation damage
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Table 6
Data statistics for thaumatin crystals.
(a) At a frame rate of 12.5 Hz.
Dataset T_12
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
1 0.075 125855 4.2 22.35 4.3 24.16 217.27 0.037 1.00
2 0.149 125103 4.3 20.45 4.9 25.86 241.71 0.041 1.11
3 0.223 115807 4.3 18.47 5.4 27.86 177.92 0.045 0.82
4 0.298 108840 4.4 18.28 5.6 29.45 139.41 0.062 0.64
5 0.372 100527 4.4 18.74 5.6 30.18 120.55 0.076 0.56
6 0.447 72258 4.3 18.49 6.4 32.99 75.07 0.109 0.35
7 0.521 69073 4.6 19.67 6.2 32.91 60.08 0.134 0.28
8 0.596 63866 4.4 16.72 7.4 33.14 59.34 0.145 0.27
9 0.670 35686 4.3 13.35 11.4 33.72 26.10 0.209 0.12
10 0.745 39141 4.7 14.59 10.7 33.07 21.88 0.199 0.10
11 0.821 43755 4.5 14.82 10 32.84 23.12 0.194 0.11
12 0.894 25791 3.7 9.47 16 32.19 10.33 0.183 0.05
(b) At a frame rate of 6.25 Hz.
Dataset T_6
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
1 0.07 122491 4.3 21.42 4.7 24.16 105.18 0.024 1.00
2 0.14 118403 4.3 21.41 4.9 25 86.06 0.025 0.82
3 0.22 114839 4.37 21.03 4.9 26.67 97.97 0.026 0.93
4 0.29 108029 4.38 19.96 5.1 28.05 75.04 0.027 0.71
5 0.36 98274 4.35 19.41 5.5 29.38 56.77 0.028 0.54
6 0.43 91389 4.4 18.39 5.7 30.87 61.10 0.034 0.58
7 0.51 69756 4.5 18.21 6.5 33.41 39.68 0.074 0.38
8 0.58 42819 4.3 18.14 8 34.32 24.30 0.153 0.23
9 0.65 33605 4.4 16.53 9.5 33.59 21.05 0.231 0.20
10 0.72 24955 4.5 12.51 12.7 31.35 11.07 0.217 0.11
11 0.8 43000 4 5.04 26.3 20.66 6.46 0.197 0.06
12 0.87 24797 4.6 10.05 15.9 27.45 7.22 0.202 0.07
(c) At a frame rate of 3.125 Hz.
Dataset T_3
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
1 0.063 130817 4.3 25.75 3.8 23.54 199.39 0.027 1.00
2 0.125 130517 4.4 24 4.2 24.71 172.13 0.027 0.86
3 0.188 129075 4.3 21.09 4.7 25.22 207.76 0.032 1.042
4 0.251 124326 4.4 24.25 4 26.27 167.57 0.032 0.84
5 0.313 121683 4.47 24.52 4.1 26.82 132.21 0.031 0.66
6 0.376 118557 4.3 23.48 4.2 27.63 143.25 0.031 0.72
7 0.439 111192 4.49 19.2 5.1 28.64 112.00 0.036 0.56
8 0.502 108024 4.53 24 4.4 29.06 91.78 0.06 0.46
9 0.564 92996 4.36 21.4 5.4 29.83 93.31 0.091 0.47
10 0.627 79184 4.67 16.83 6.8 30.71 65.08 0.117 0.33
11 0.690 76800 4.5 19.88 6.5 30.28 53.53 0.128 0.27
12 0.753 63514 4.35 19.42 6.9 31.50 53.04 0.151 0.27
(d) At a frame rate of 1.56 Hz.
Dataset T_1
Accumulated
dose (MGy)
Observed
reﬂections Multiplicity hI/ (I)i Rmeas (%)
Wilson B
value (A ˚ 2) Imean
Mosaicity
( ) I/I0
1 0.102 133906 4.29 31.54 3.1 24.12 292.07 0.034 1.00
2 0.203 131302 4.37 30.29 3.2 25.19 273.26 0.037 0.94
3 0.304 127007 4.3 28.01 3.5 25.99 224.57 0.059 0.77
4 0.406 122687 4.33 25.15 3.8 27.36 214.86 0.062 0.74
5 0.507 116650 4.37 27.29 3.6 28.46 168.22 0.056 0.58
6 0.609 111102 4.34 26.78 3.8 28.68 134.43 0.062 0.46
7 0.711 106271 4.39 26.59 3.8 29.69 116.04 0.057 0.39
8 0.812 97757 4.41 24.6 4.3 30.44 94.21 0.07 0.32
9 0.914 81509 4.37 22.54 5.4 31.85 78.82 0.101 0.27
10 1.015 65428 4.43 21.21 5.7 33.52 61.01 0.125 0.21
11 1.116 57091 4.37 21.04 6.1 34.79 47.57 0.137 0.16
12 1.21 49840 4.32 19.22 7.3 33.62 40.88 0.163 0.14intensities. This result is in contrast to
previous studies, which suggested that
the B-factor increase was not consis-
tently linear at RT (Southworth-Davies
et al., 2007). Furthermore, the observed
B-factor increase is larger at high dose
rates than at low dose rates. Linear ﬁt
analysis of the B-factor versus dose
rates is shown in Table 7. There is an
excellent correlation between the rela-
tive B-factor B/D (A ˚ 2 MGy
 1) and
the exponential decay constant   as a function of dose rate,
indicating that the B-factor is a good metric to monitor
radiation damage in RT experiments at high ﬂux rates. The
deviation from linearity at high doses may have its origin in
the high level of radiation damage, which caused a signiﬁcant
reduction of the resolution limit of the observed diffraction.
3.3. Redundancy independent R-factor
In accordance with the other indicators, the rise of Rmeas at
higher dose rate is more pronounced than at lower dose rate.
In insulin and thaumatin crystals, Rmeas increases at all
radiation damage
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Figure 1
Plot of the relative summed intensity decay (hI/I0i) as a function of
absorbed dose for insulin crystals at dose rates I_12 ( 8420 Gy s
 1,
blue), I_6 ( 3030 Gy s
 1, red), I_3 ( 1775 Gy s
 1, yellow) and I_1
( 1430 Gy s
 1, green). The resolution range is between 4.8 and 1.6 A ˚ .
Figure 2
Plot of the relative summed intensity decay as a function of absorbed
dose for thaumatin crystals at dose rates T_12 ( 7760 Gy s
 1, blue),
T_6 ( 3770 Gy s
 1, red), T_3 ( 1635 Gy s
 1, yellow) and T_1
( 1320 Gy s
 1, green). The resolution range is between 4.8 and 1.6 A ˚ .
Figure 3
D1/2 as a function of dose rate for insulin and thaumatin crystals.
Figure 4
Plot of the change in Wilson B-factor of successive datasets for insulin
crystals I_12, I_6, I_3 and I_1.
Figure 5
Plot of the change in Wilson B-factor of successive datasets for thaumatin
crystals T_12, T_6, T_3 and T_1.
Table 7
Linear ﬁt analysis of the B-factor versus dose rates.
B1 denotes the values of the ﬁrst data set in a series.
Insulin Thaumatin
Dose rate
(Gy s
 1)
B/D
(A ˚ 2 MGy
 1) B1 (A ˚ 2) R-Sq
Dose rate
(Gy s
 1)
B/D
(A ˚ 2 MGy
 1) B1 (A ˚ 2) R-Sq
 1430 35.2 24.3 0.99  1320 9.09 23.3 0.98
 1775 34.6 25.7 0.99  1635 12.3 22.9 0.99
 3030 52.2 24.3 0.98  3770 18.1 23 0.95
 8420 57.5 24.2 0.95  7760 22.5 23.8 0.92measured dose rates in a clearly exponential manner ( 
2
values are typically three times higher for a linear than for an
exponential ﬁt at all data acquisition rates apart from
3.125 Hz, where the difference is smaller). Similar to the
behaviour of the B-factor, some curves start to ﬂuctuate above
a certain dose. In thaumatin crystals the very steep increase in
Rmeas of the data set T_6 could be due to the smaller dimen-
sion of this crystal. Figs. S2 and S3 (supplementary material)
summarize Rmeas versus absorbed dose at different dose rates
for insulin and thaumatin, respectively.
3.4. Mean intensity over noise
The hI/ (I)i values decrease with increasing dose at all
studied dose rates, in agreement with all other indicators of
global radiation damage. Values of hI/ (I)i for data measured
at higher angular speed are lower than for data recorded at
lower angular speed. An increase in exposure time by a factor
of four increases hI/ (I)i by approximately a factor of 1.5, for
the same dose to the crystal. In insulin crystals the increase in
hI/ (I)i between high and low angular speed is  1.5-fold
(Fig. S4 of supplementary material) and in the case of thau-
matin crystals the rise is  1.4-fold (Fig. S5 of supplementary
material).
3.5. Mosaicity
The mosaicities of the ﬁrst data set of each series are
remarkably narrow and range from 0.02  to 0.04 , well below
typical values obtained for optimally cryo-cooled insulin and
thaumatin crystals (0.05  to 0.2 , cf. Tables 2 and 3; Mu ¨ller,
2010)
2. The increase in mosaicity with dose varies but is in
general higher for high dose rates for both insulin and thau-
matin (Figs. S6 and S7, respectively, in supplementary mate-
rial). The mosaicity grows exponentially with dose, with a
relatively small increase up to approximately 0.3   10
6 Gy
followed by a more rapid crystal deterioration at higher doses.
The rise in mosaicity for the insulin data set I_12 is from 0.027 
to 0.28 , i.e. a tenfold increase between the ﬁrst and the last
dataset. In the case of thaumatin, the rise in mosaicity is from
0.04  to  0.2 , which is ﬁvefold for the high dose rate
( 7760 Gy s
 1).
3.6. Visible change
The visible changes in the samples were observed with the
sample alignment microscope and are presented in Fig. 6 for
insulin crystals. The visible damage to the sample was greater
at higher dose rate than at the lower dose rate. At dose rates in
excess of 3000 Gy s
 1 a hole-like structure is visible in the
beam area after the data acquisition (c.f. Figs. 6a,6 b and 6d).
Leaving the crystal unexposed on the goniometer for 15 min
after irradiation with 8420 Gy s
 1 results in a signiﬁcant
further growth of the damaged crystal volume (Fig. 6b). No
visible changes are observed at dose rates below 3000 Gy s
 1
(Figs. 6f and 6h). Visually, thaumatin crystals displayed the
same dose-rate-dependent behaviour.
3.7. UV-Vis absorption spectroscopy
UV-Vis absorption spectroscopy experiments were carried
out in order to determine the potential accumulation of
solvated electrons (520–620 nm) and disulphide radical anions
(400 nm) (McGeehan et al., 2009). While the control experi-
ment at cryogenic temperatures indicated a clear build up of
disulphide radical anions at a dose rate of  9000 Gy s
 1 and a
very weak signal owing to trapped electrons, no indication of
radiation damage
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Figure 6
A set of example images showing the state of insulin crystals before and
after RT data collection (360 ): (a) I_12 after data collection, (b) I_12,
15 min after data collection, (c) I_6 before data collection, (d) I_6 after
data collection, (e) I_3 before data collection, (f) I_3 after data
collection, (g) I_1 before data collection, (h) I_1 after data collection.
2 The true mosaicity may be considerably lower, because the oscillation angle
of 0.5  results in an insufﬁcient number of partial reﬂections to estimate the
mosaicity.either of the radiolytic products could be detected at RT
(Figs. S8a,S 8 b and S8c of supplementary material).
3.8. High-temperature experiment and unit-cell expansion
The high-temperature experiment revealed that crystallized
insulin is remarkably stable. The diffraction quality only
decreased slightly up to 313 K and then deteriorated quickly
with further temperature increase. While a complete data set
could still be indexed and processed at 343 K, no diffraction
was observed at 353 K. The indexed and processed data
statistics are shown in Table 4. From the statistics it can be
seen that the resolution decreases as the temperature
increases from 303 to 343 K. The Rmeas, Wilson B-factor and
mosaicity increase and the corresponding hI/ Ii values
decrease as the temperature is increased from 303 to 343 K.
All the datasets were collected at the same dose rate
(1540 Gy s
 1). These observations clearly indicate that the
quality of data decreases with increasing temperature. At
343 K the data start to get worse, which agrees well with the
dissociation and unfolding temperature of insulin in solution,
which is reported to be 343 K (Huus et al., 2005). The calcu-
lated D1/2 at 343 K was  0.15 MGy, based on the statistics
from the two successive datasets collected from the insulin
crystal I_343 (Table 4).
The increase of the lattice constant as a function of
temperature can be ﬁtted with a linear model, revealing an
expansion coefﬁcient   of 7.9   10
 5 K
 1. In contrast to the
previous study by Southworth-Davies et al. (2007), in our
experiments a systematic dose rate and dose dependence of
the unit-cell volume was observed for both of the proteins
during the course of the data collection, although the unit cell
was the same for all the crystals at the beginning of the data
collection. At the lowest dose rate the volume shrinks by
almost 1% during the course of the data acquisition (I_1 and
T_1, Fig. S9 of supplementary material). At higher dose rates
the decrease is less pronounced and for I_12 a unit-cell
expansion is observed beyond a dose of 0.3   10
6 Gy (Fig. S10
of supplementary material).
4. Discussion
This paper reports a previously unobserved negative dose-rate
effect at intermediate dose rates in continuous RT data
acquisition with a counting pixel detector. Insulin and thau-
matin crystals were studied at dose rates ranging from 1320 to
8420 Gy s
 1 and the diffraction data were analysed in terms of
global radiation damage. All observed trends were identical
for both samples. The principal ﬁndings are a decrease of the
dose required to half the integrated diffraction intensity, D1/2,
and an increase of the Wilson B-factor and of the rate of
increase of Rmeas with dose rate. UV-Vis spectroscopy did not
reveal an accumulation of radiolytic products at the highest
dose rates studied. Diffraction experiments at elevated
temperatures showed insulin to diffract up to 343 K. The
crystal mosaicity was found to be very low, but compared with
vitriﬁed crystals it grew in an exponential manner with dose,
again at increasing rates at higher dose rates. The small
increase of the mosaicity up to 0.3   10
6 Gy could have its
origin in the overestimation of the intrinsic mosaicity as a
consequence of the relatively coarse oscillation angle of 0.5  as
well as of the beam divergence (0.02    0.004 )
3. The low
crystal mosaicity is also the origin of the lower hI/ (I)i value of
data sets collected at higher acquisition frequency. At an
angular speed of 6.5  s
 1 the reciprocal lattice point crosses
the Ewald sphere in a few milliseconds, being sensitive to
beam intensity and position instabilities which are averaged
out at lower angular speed. The increase in the mosaicity with
higher absorbed doses thus partly compensates for the
disorder-induced decrease of hI/ (I)i as observed for insulin
and thaumatin at 12.5 Hz acquisition frequency (c.f. Figs. S4
and S5 of supplementary material). Finally, the change in the
unit-cell volume also depends on the dose rate, shrinking at
lower and growing at higher dose rates.
Dose rate effects in protein crystallography have been
studied previously, both at cryogenic temperature (Ravelli et
al., 2002; Sliz et al., 2003; Owen et al., 2006; Leiros et al., 2006)
and at RT (Southworth-Davies et al., 2007; Barker et al., 2009).
Southworth-Davies et al. (2007), reporting on dose-rate effects
between 6 and 10 Gy s
 1 at RT, showed a positive linear
relationship between D1/2 and the dose rate for lysozyme
crystals, i.e. an inverse dose-rate effect. The group further
reported a D1/2 of 0.9 MGy for lysozyme measured in a
synchrotron experiment at a dose rate of 2800 Gy s
 1 (Barker
et al., 2009), as compared with 0.38 to 1.63 MGy at 6 and
10 Gy s
 1, respectively (Southworth-Davies et al., 2007). A
study of radiation damage to lipidic mesophases at RT by
Cherezov et al. (2002) gave evidence for normal and inverse
dose-rate effects for dehydrated and hydrated samples,
respectively, resulting from different types of damage. The
absolute D1/2 values presented in this study, ranging from 0.13
to 0.42 MGy, overlap those reported by Southworth-Davies et
al. (2007) and Barker et al. (2009) (0.38–1.63 MGy), and with
the results of Cherezov et al. (2002) (0.07–0.18 MGy). While
the extrapolation to 0-dose reduces the D1/2 value as
compared with a ﬁt normalized to the ﬁrst data set, other
causes for deviations may have their origin in the details of the
experiment, such as the precise beam proﬁle, the ratio of
crystal to beam size, i.e. unexposed crystal volume, possible
dehydration, etc., which cannot easily be tracked. Other major
differences between this work and all other studies are the
continuous data collection mode used for acquisition and the
crystal types used for the study. In the continuous mode there
is no time during which reactive species may recombine or
decay, thereby limiting the maximal concentration. In
summary, the results of this study in conjunction with the
literature clearly indicate the existence of an optimal dose rate
for data acquisition at RT between 10 Gy s
 1 and 1400 Gy s
 1.
Consideration of sample heating as a possible cause of
enhanced damage at higher dose rates has been studied
radiation damage
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3 The intrinsic mosaicity of protein crystals at RT can be signiﬁcantly narrower
than reﬁned by integration programs. Reciprocal-space mapping of lysozyme
crystals revealed an instrument-limited reﬂection width of 0.0015  (Schulze-
Briese et al., 1999).intensively at cryogenic temperature (100 K). The results
indicate either no or only a small dose-rate effect (Ravelli et
al., 2002; Sliz et al., 2003; Owen et al., 2006; Leiros et al., 2006).
The dose-rate effect observed at cryogenic temperatures by
Owen et al. (2006) is signiﬁcantly smaller (10% decrease in
D1/2 for tenfold ﬂux increase) than in the present RT study,
where a six-times-higher dose rate resulted in a reduction of
D1/2 by 75%.
In summary, the absolute values of the half doses reported
here (0.13 to 0.42 MGy) are in the upper range of the reported
cryocooling protection factor, which has been calculated to be
70 (Nave & Garman, 2005) using a D1/2 (0.59 MGy) extracted
from the RT work of Blake & Phillips (1962) on myoglobin
and the 100 K limit of 43 MGy (Owen et al., 2006). However,
this protection factor is now known to vary between 26 and
113 times (Southworth-Davies et al., 2007) for low-dose-rate
data collections.
The nature of the decay of the integrated intensities is of
ﬁrst order (c.f. Figs. 1 and 2). In conjunction with the observed
linear increase of the B-factor this could be indicative of the
creation of increased disorder as opposed to a completely
disorganized or amorphous fraction. The detailed analysis
of the kinetics of the radiation-induced generation of a dis-
ordered and an amorphous fraction, as presented by
Hendrickson (1976) on the basis of the Blake & Phillips (1962)
data, cannot be attempted here because the crystals are larger
than the beam. Hence, varying fractions of unirradiated
material contribute to the diffraction pattern when the crystal
is rotated in the beam.
What is the origin of the negative dose-rate effect observed
at intermediate dose rates as compared with the positive dose-
rate effect at low dose rates? First, the experiments were
performed with continuous sample rotation, whereas the
experiments by Southworth-Davies et al. (2007) were carried
out with 90 s detector read-out time during which the sample
was not irradiated. It is possible that in the latter case the
radiolytical products recombine during the read-out time and
do not have a cumulative effect as observed in continuous data
collection mode. On the other hand, the UV-Vis absorption
spectroscopy experiment revealed no accumulation of
hydrated electrons and disulphide radical anions at the highest
dose rate studied here. It is, therefore, unlikely that accumu-
lation of radiolytic agents causes the observed dose-rate effect
in continuous data acquisition. One hypothesis for lower dose
tolerance of the crystals at high dose rates is the more rapid
temperature rise in the sample at high dose rates compared
with low dose rates. Higher sample temperature increases the
mobility of the radicals formed, thereby causing more
secondary damage as they diffuse. Although the temperature
rise calculated in RADDOSE (Murray et al., 2004) simulations
as well as from comparison with published experimental
results (Snell et al., 2007) was expected to be small, sample
heating was investigated by collecting data at elevated
temperatures. Insulin crystals diffracted up to 343 K and, even
at this temperature, a complete dataset could be collected,
indexed and processed. The dose rate used for the elevated
temperature data collection was  1540 Gy s
 1, which is
comparable with the low dose rate (1.5625 Hz,  1430 Gy s
 1)
in our RT study. The approximate D1/2 at 343 K for insulin was
0.15 MGy, which is  1.5 times less than the D1/2 at RT, which
is 0.22 MGy. The decay of the diffraction intensities at 343 K
occurred at much lower dose than at RT, conﬁrming a
temperature-induced sensitization. The unit cell was reﬁned to
almost the same value for the ﬁrst data sets collected at the
different dose rates with very low standard deviation (78.9  
0.046 A ˚ ). At the start of the data collection the absolute values
of the unit-cell parameters were the same and there is no
dependence of the initial unit-cell size on the dose rate. The
unit cell measured at highest dose rate is actually the smallest.
Furthermore, the unit-cell volume decreases as the data
acquisition series proceeds and then some of them increase
again (cf. Figs. S9 and S10 of supplementary material).
This latter ﬁnding suggests another possible explanation.
The generation of hydrogen was previously suggested by
Meents et al. (2010) to be the probable origin of global
radiation damage at cryogenic temperatures. Several obser-
vations support the idea that molecular hydrogen may
contribute to the dose-rate effect at RT. The unit-cell volume
shrinks at low dose rates, as it would be expected in the case of
mass loss due to hydrogen diffusion out of the crystal. On the
other hand, at high dose rates (>3000 Gy s
 1) the formation of
a hole in the region of the beam footprint is observed, which
still continues to expand after the end of the data acquisition.
At this dose rate the unit-cell volume increases slightly and the
mosaicity shows a signiﬁcantly faster increase than at lower
dose rates.
5. Conclusions
The dose-rate effect in continuous data acquisition with a
hybrid pixel detector was studied at RTat medium dose rates.
The present results in combination with data in the literature
suggest an optimal dose rate for RT data acquisition between
10 and 1400 Gy s
 1. The variation in D1/2 with dose rate could
be due to the different crystal species and/or different crys-
tallization conditions and has important consequences for RT
data acquisition experiments and strategies. First, it does not
seem to be the optimal strategy to maximize the dose rate to
maximize the amount of data that can be collected from a
single crystal. Second, the temporal resolution achievable in
kinetic experiments at RT may be severely curbed by the
maximal tolerable dose rate. Another limitation of the
maximal possible temporal resolution stems from the
observed degradation of hI/ (I)i with increasing angular
speed. Taken together, the temporal resolution in kinetic
crystallography at RTusing current protocols and technology
is therefore estimated to be of the order of 5 s. All global
indicators of radiation damage with the exception of hI/ (I)i
show a very consistent behaviour throughout this study and
may be used to quantify RT radiation damage.
Future work should address the question of the inﬂuence of
lowering the temperature (e.g. to 277 K or even to 203 K) on
the damage rates as well as a means to slow down reaction
kinetics, while still preserving the possibility of conformational
radiation damage
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2010). Investigation of the nature of the observed enhanced
damage rates at high dose rates, and on different crystal types,
deserves additional work. Delays between the acquisitions of
data sets would be a strategy to investigate the effect of
possible diffusion effects. In the future, global damage to the
crystal structure should be studied in a wider range of dose
rates.
On the other hand, the results clearly show that RT data
acquisition at synchrotrons is possible and that it beneﬁts from
the properties of the PILATUS pixel detector. In order to
obtain optimal statistics, the data should be collected with low
dose rate. At cryogenic temperatures and at RT, data should
be collected with ﬁne ’-slicing, with ’ being equal to 1/4 to
1/2 of the mosaicity. However, at RT this suggests typical
oscillation angles of 0.005 to 0.05 . The very low mosaicity
gives rise to very small beam spots on the detector, which
result in optimal signal-to-noise ratio owing to the very narrow
point-spread function of hybrid pixel detectors. The next
generation of pixel detectors currently under development
at PSI, called EIGER, will support frame rates up to
10000 frames s
 1 and hence will be ideally suited for both ﬁne
’-sliced data acquisition and kinetic crystallography (Dina-
poli, 2011).
We would like to thank Roman Schneider for his help with
the sample heating experiment set-up, Markus Mu ¨ller and
Takashi Tomizaki for the scripts for the data analysis.
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